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correct problems associated with a pro-
ficiency testing failure.

(2) For any unacceptable analyte or
testing event score, remedial action
must be taken and documented, and
the documentation must be maintained
by the laboratory for two years from
the date of participation in the pro-
ficiency testing event.

(f) Failure to achieve satisfactory
performance for the same analyte or
test in two consecutive testing events
or two out of three consecutive testing
events is unsuccessful performance.

(g) Failure to achieve an overall test-
ing event score of satisfactory perform-
ance for two consecutive testing events
or two out of three consecutive testing
events is unsuccessful performance.

§ 493.849 Condition: Hematology.
The specialty of hematology, for the

purpose of proficiency testing, is not
subdivided into subspecialties of test-
ing.

§ 493.851 Standard; Hematology.
(a) Failure to attain a score of at

least 80 percent of acceptable responses
for each analyte in each testing event
is unsatisfactory analyte performance
for the testing event.

(b) Failure to attain an overall test-
ing event score of at least 80 percent is
unsatisfactory performance.

(c) Failure to participate in a testing
event is unsatisfactory performance
and results in a score of 0 for the test-
ing event. Consideration may be given
to those laboratories failing to partici-
pate in a testing event only if—

(1) Patient testing was suspended
during the time frame allotted for test-
ing and reporting proficiency testing
results;

(2) The laboratory notifies the in-
specting agency and the proficiency
testing program within the time frame
for submitting proficiency testing re-
sults of the suspension of patient test-
ing and the circumstances associated
with failure to perform tests on pro-
ficiency testing samples; and

(3) The laboratory participated in the
previous two proficiency testing
events.

(d) Failure to return proficiency test-
ing results to the proficiency testing
program within the time frame speci-

fied by the program is unsatisfactory
performance and results in a score of 0
for the testing event.

(e)(1) For any unsatisfactory analyte
or test performance or testing event
for reasons other than a failure to par-
ticipate, the laboratory must under-
take appropriate training and employ
the technical assistance necessary to
correct problems associated with a pro-
ficiency testing failure.

(2) For any unacceptable analyte or
testing event score, remedial action
must be taken and documented, and
the documentation must be maintained
by the laboratory for two years from
the date of participation in the pro-
ficiency testing event.

(f) Failure to achieve satisfactory
performance for the same analyte in
two consecutive events or two out of
three consecutive testing events is un-
successful performance.

(g) Failure to achieve an overall test-
ing event score of satisfactory perform-
ance for two consecutive testing events
or two out of three consecutive testing
events is unsuccessful performance.

§ 493.853 Condition: Pathology.
The specialty of pathology includes,

for purposes of proficiency testing, the
subspecialty of cytology limited to
gynecologic examinations.

§ 493.855 Standard; Cytology:
gynecologic examinations.

To participate successfully in a cy-
tology proficiency testing program for
gynecologic examinations (Pap
smears), the laboratory must meet the
requirements of paragraphs (a) through
(c) of this section.

(a) The laboratory must ensure that
each individual engaged in the exam-
ination of gynecologic preparations is
enrolled in a proficiency testing pro-
gram approved by HCFA by January 1,
1995, if available in the State in which
he or she is employed. The laboratory
must ensure that each individual is
tested at least once per year and ob-
tains a passing score. To ensure this
annual testing of individuals, an an-
nounced or unannounced testing event
will be conducted on-site in each lab-
oratory at least once each year. Lab-
oratories will be notified of the time of
each announced on-site testing event
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